
Installation instructions
Ingold thermowell
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1 Installation
1.1 Prepare thermowell

Caution
Assembly of the spring ring

 > Injury to the hand due to jamming or injury to the face due to the 
spring ring coming off are possible.

 ► Installation must be carried out by qualified personnel authorised 
by the machine operator.

 ► Use suitable tools (e.g. spring-ring pliers).
 ► Wear protective goggles during assembly.

 ► Mount the Overnut (2) over the 
thermowell (3) till it mechanically 
stops.

 ► By using the spring-ring pliers 
mount the spring ring (1) between 
overnut and thermowell into the 
designated groove, so that the 
overnut is secured.

 ► Check if the o-ring (5) is placed on 
the designated location (4).

 ► Check if the o-ring is free of 
damages.

1: spring-ring
2: overnut
3: 3 mm Ingold thermowell
4: designated location for O-Ring
5: o-Ring (FKM V75SR)
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1.2 Insert thermowell
 ► Clean the thermowell and prepare the threads with an appropriate paste.
 ► Screw thermowell into the process connection and secure with the overnut by 
tightening with appropriate torque: 30…50 Nm.

 ► Screw in sensor and tighten with appropriate torque: 10 Nm


