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Installation E12396

1. Loosen the screw 3. Push the protective housing horizontally fully over
2. Remove the sensor from the mounting bracket the sensor
(cable can stay connected)
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4. Slide the sensor with the protective housing back | 5. Tighten the screw again
into the mounting bracket
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